A modified centrifugal élutriation technique is described for the isolation of large num bers of lymphocytes and monocytes. Elutriation was carried out by lowering the rotor speed at a constant flow rate which was generated by hydrostatic pressure. The flow rate could be kept constant if the separation procedure was performed at high pressure and high systemic resistance.
INTRODUCTION
To investigate, the function of monocytes (Fleer et Currently most separations with the elutriator rotor are carried out by variation of the flow rate at a constant rotor speed. We, in contrast, have focussed attention on élutriation by variation of the rotor speed at a con stant flow rate, which required a number of modifications concerning both rotor speed and flow rate (Van Es and Bont, 1980) . In the present paper we describe the optimal conditions for the generation of a stable flow by hydrostatic pressure and the large scale separation of highly purified monocytes and lymphocytes in approximately 1 h.
i MATERIALS AND METHODS

Medium
The elutriation was carried out in phosphate-buffered saline (PBS) sup plemented with 2% fetal calf serum (FCS), penicillin (100 IU/ml), strepto mycin (100 jtzl/ml) and fungizone (0.25 ¡xg/ml). This elutriation medium is referred to as 'medium'. Prior to the addition of FCS and antibiotics the PBS was sterilized by autoclaving, which also prevented generation of air bubbles during elutriation.
Mononuclear cell preparations
A volume of 500-2000 ml freshly drawn ACD-blood (Roos and Loos, 1970) from 1-4 healthy donors was collected and centrifuged at 1000 X# for 20 min. The buffy coat cells (BC 1) were collected and a second buffy coat was prepared from the BC 1 cells by centrifugation at 1000 Xg for 20 min. These buffy coat cells (BC 2) were collected, diluted (1 : 3) with medium and centrifuged over a Ficoll/Hypaque mixture for 20 min at 1000 (Boyum, 1968) . The mononuclear cells were collected, washed once with medium, counted and resuspended in 10-30 ml medium.
Centrifugal elutriation
A Beckmann J21C centrifuge equipped with a JE-6 elutriation rotor was modified as described previously (Van Es and Bont, 1980). The flow was generated by means of hydrostatic pressure, P, and not by a pump (Fig. 1) . A selected flow rate was set and kept constant with the clamp, C.
The introduction of the cell sample was largely simplified by utilizing the reservoir (R2) which has a spiral glass tube with a volume of approximately 40 ml. After closing t2, the cell sample was introduced into the spiral tube by means of a syringe. Because of its higher density, the cell suspension replaced the medium in the spiral without mixing.
After introduction into the rotor the cell suspension was fractionated by a stepwise decrease of the rotor speed at a constant flow rate. The different fractions were collected in volumes of 150 ml.
During elutriation, the centrifuge was cooled to 4°C, while the reservoirs R* and R2 were cooled with water to 4°C. The elutriation procedures could also be carried out under sterile conditions. Autoclaving of all tubes and glassware, and extensive rinsing of the rotor and other non-autoclavable parts with 70% ethanol was sufficient to allow long-term culture (up to 9 days) of the fractionated cells without infection. Fig. 1 . Schematic representation of the elutriation system. Elutriation was carried out by variation of the rotor speed at a constant flow rate. The flow rate was generated by hydrostatic pressure, P, in the following way. Medium was pumped from reservoir, R i, into reservoir R2. The level of the medium in R2 was kept constant by an overflow leading the medium back to Rlt The pressure, P, was determined by the difference in height between the level in R2 and the outlet, O. The direction of flow is indicated by arrows. A selected flow rate was set with clamp, C, and monitored with a flow meter, FI. At a certain flow rate the relative quantities of medium passing tube 1, tj, arid the spiral tube 2, t2, is regulated with valve, v. Before the sample was introduced with the syringe, s, into t2, this tube was closed. The cell sample was introduced into the rotor, R, by opening t2. Samples containing high cell concentrations cannot be introduced as they are, but require dilution to prevent overloading. This can be accomplished by opening t2 only partly, so that the sample is diluted with medium from t 1} the resultant flow rate always remaining constant. The elutriated cells leaving the rotor are collected at the outlet, O. Since the overflow acts in the same way as a filter pump, the air-pressure in R 2 will decrease. In order to prevent this, air must be freely admitted via the sterilization filter, Ft . A separate cooling system was used to keep the temperature of R2 at 4°C. Cj = inlet of cooling water; C0 = outlet of cooling water. 
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RESULTS
Factors influencing the flow rate
Optimal and reproducible cell separations require a constant flow rate. Therefore we determined the factors which influence the flow rate (F) if hydrostatic pressure (P) is used instead of a pump, The relationship between P and F is determined by the equation:
where Rt is the total resistance. From (a) it follows that when P is constant, F is influenced only by Rt. The total resistance, Rt, is composed of a con stant resistance (Rc) determined by the. system itself (tubing etc.) and a variable resistance (Rv) which is determined by the cell load, cell clumps in the sample, cell size and rotor speed. This implies that F is influenced by Rv. The effects of Rv on F can be minimized if elutriation is carried out at relatively high Rc values, which can be reached at high P values (see a). The optimal Rc value at which the influence of Rv on F is negligible may be determined by varying Rc by widening or narrowing the tubing with the resistance(cm.min/ml) From (b) it follows that at a certain flow rate, F, the influence of Rv on the total resistance Rt is negligible at relatively high Rc values, which is in agreement with the results shown in Fig. 2 . Further, we investigated whether F was influenced by the speed of rota tion. The variations in preset flow rates of 5, 10, 15 and 30 ml/min were measured at different rotor speeds. Fig. 3 shows that at flow rates lower than 10 ml/min, no influence of the rotor speed on F could be measured. At higher flow rates the effect of the speed of rotation could be neglected if rotor speeds of more than 1500 rpm were used (Fig. 3) .
From these observations it is concluded that whatever the cause of the increase in resistance, the influence on the flow rate was minimized if elutriation was carried out at high P and high Rc values. 
Isolation of lymphocy tes and monocytes
To investigate whether it was possible to isolate highly purified lympho cytes and monocytes with this modified élutriation technique, mononuclear cell suspensions from 500 ml blood were prepared as described in Materials and methods. The flow rate used in these experiments was 18 ml/min at a hydrostatic pressure of 180 cm* The sample (10 ml) was introduced into the rotor at 3200 rpm. At this speed the platelets were elutriated. By sub sequently lowering the rotor speed to 2550, 2400, 2300, 2150, 2000, 500 rpm respectively, another 6 fractions were obtained. The whole separation procedure was performed in approximately 1 h.
The size distribution (Fig. 4) profiles of the different fractions show that efficient separation of the lymphocytes and monocytes was obtained. Further characterization of the different fractions (Table 1) showed that the cell sample contained 29 ± 4% monocytes. All platelets, contaminated with a few lymphocytes, were recovered in fraction 1. Fraction 2 contained 82 ± 3% of all lymphocytes recovered. The purity of the lymphocytes was 98 ± 1%.
Highly enriched monocytes were recovered in fractions 5 and 6. The purity of the monocytes in these fractions was 93 ± 3% and 88 ± 3% respec tively, whereas 65-80% of all monocytes recovered from the rotor were obtained in these fractions. Fractions 4 and 7 contained only 9 ± 3% of all cells recovered and comprised mixed populations of mononuclear cells and granulocytes. The viability of all cell fractions was >99% as judged by trypan blue exclusion. Table 2 ). The reduced proliferative responses of the fraction 2 cells were, however, not due to cell damage caused by the separation procedure, but to suboptimal monocyte concentrations, since addition of 10% autologous fraction 5 cells (containing 93 ± 3% monocytes) resulted in an average [3H]TdR incorporation which was higher than that of the corresponding UL (Table 2) . These results indicate that both the fraction 2 (98 ± 1% lymphocytes) and fraction 5 cells were functionally active.
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Functional activities of the isolated lymphocytes
The average [3H]TdR incorporation of the purified lymphocyte fraction (fraction 2) was approximately 55% of the average [3H]TdR incorporation of the corresponding unfractionated lymphocytes (UL) (
Functional activity of the purified monocytes
The phagocytic capacity of the monocytes (Table 1) and their helper function in the activation of lymphocytes by mitogens were not affected by the separation procedure (Table 2) In addition it is shown in Table 3 that ADCC of the monocyte fractions 5 and 6 on antibody-coated HE and CE was 4-5 times higher than ADCC of the corresponding UL, indicating that also this monocyte function was not disturbed by the elutriation procedure.
Estimation o f maximum loading capacity
In order to determine the maximum capacity of the separation chamber the mononuclear cells of 4 units of blood (1 unit = 500 ml) were separated. Highly enriched lymphocyte and monocyte populations were isolated (Fig. 5) . Identical results were obtained if 1 or 2 units of blood were sep arated (data not shown), which implies that the resolution was not affected by the number of cells in the sample. Furthermore, these results indicate that the separation chamber was not overloaded and that large numbers of mononuclear cells can be separated. In one single run, up to 2.3 X 109 mono nuclear cells were separated, resulting in recoveries of 800-1500 X 106 (98%) pure lymphocytes and 150-2 50 X 106 (93%) pure monocytes. 
Isolation of very pure lymphocytes by two subsequent élutriation runs
Since in certain experiments absolutely pure lymphocytes are required, we tried to remove the few contaminating monocytes present in fraction 2 by a second élutriation run. Fig. 6 shows that contaminating monocytes were removed by a second élutriation run at 2550 rpm. (Sanderson et al., 1977) . To exploit fully the potentialities of this method, rapid and reproducible setting of rotor speed and constancy of flow rate are a prerequisite. These aspects of centrifugal élutriation have been discussed previously (Van Es and Bont, 1980) . The constancy of the flow rate required for optimal cell separation is strongly affected by clogging of the channels in the separation chamber, which is a serious problem if the flow is generated by hydrostatic pressure instead of by a pump (Van Es and Bont, 1980), Minor clogging by clumps of cells (or by large cells) results in an increase of the resistance which causes a decrease in flow rate (see a), and this in turn enhances the clogging by smaller cell aggregates and smaller cells which again cause a further increase in resistance. The result of this cascade effect is that the flow stops completely within a few minutes after introduc tion of the cell sample. However, our analysis of the factors which influence the flow rate showed that the effect of clogging is negligible if élutriation is carried out at relatively high pressures and high resistances. A second factor which influences the constancy of the flow rate is speed of rotation. We found that speed of rotation did not influence flow rates lower than 10 ml/min. The constancy of the flow rate was only affected if flow rates
higher than 10 ml/min and rotor speeds lower than 1500 rpm were used. Therefore the separation of mononuclear cells in the present experiments was not influenced by rotor speed since this was always above 1500 rpm. If cells larger than monocytes have to be separated, and as a consequence a speed lower than 1500 rpm may be required, low flow rates are preferable. We demonstrate that with this modified élutriation technique large numbers of mononuclear cells can be separated into almost pure lymphocyte and highly purified monocyte populations, both of which are viable and functionally active. Addition of 10% autologous monocyte fraction cells to the lymphocyte fraction resulted in an even higher [3H]TdR incorporation than corresponding unfractionated cells (UL), illustrating that both lympho cyte proliferation and monocyte help after PHA stimulation were not affected by the élutriation procedure. In addition it was shown that the ADCC of the monocyte fractions 5 and 6 was 4-5 times higher than the ADCC achieved with the UL.
The resolution was not influenced by the cell load since no difference in purity of the lymphocyte and monocyte populations was observed whether one unit or four units of blood were separated. By replacing the bypass chamber with a second separation chamber, two separation chambers could be used for the élutriation procedure (Grabske, 1978). The purity of the isolated lymphocyte and monocyte populations was not increased by this procedure (data not shown). This indicated that maximal loading capacity was not reached at a cell load of 2.3 X 109 mononuclear cells (correspond ing to 4 units of blood). Although the high cell load did not cause overload ing, it probably influenced the density in the separation chamber. The purity of the lymphocyte fraction was improved after a second élutriation run. This may be explained by the fact that in the first élutriation run at 3200 rpm, 287 many more cells were present in the separation chamber than in the second run. This resulted in an increase in density, which influenced separation in such a way that a fraction of the monocytes floated (as a buffy coat) on top of the lymphocytes and were subsequently elutriated together with these lymphocytes.
In the second eiutriation run, carried out with fraction 2 cells only, the density in the separation chamber was not significantly affected, because of the lower cell load. Consequently the contamination with monocytes was considerably lower. Further studies concerning the influence of density on the separation of subpopulations of lymphocytes and monocytes are in progress.
The results presented here indicate that large numbers of lymphocytes and monocytes can be separated in a single eiutriation run. This may be of importance when large numbers of these cells are required for in vitro testing. It is concluded that eiutriation by changing the speed of rotation at a pulseless constant flow rate created by hydrostatic pressure is a good alternative to changing the flow rate by using a pump at a constant rotor speed.
These results clearly demonstrate that, especially if large numbers of mononuclear cells have to be separated, centrifugal eiutriation is a rapid and powerful method.
